[Is hygiene endangered in the modern dental office?].
Hygienic studies of the manual buttons of a modern dental unit show that these buttons are being contaminated during treatment. The number of germs depends on the duration of treatment and on the number of patients treated. As these buttons were pushed with the foot in dental chairs of older design, the ergonomic advantages of modern dental units do not mean hygienic advantages to the same extent.